[Effect of the type of an epidural catheter on the flow rate of a disposable balloon infuser].
We examined the effects of the bacterial filter and the type of epidural catheter on the flow rate of a disposable balloon infuser. The presence or absence of bacterial filters, and the material of the catheter did not influence the flow rate. On the other hand, the flow rate becomes smaller, as the diameter of the epidural catheter is reduced.